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U Federal Office of Metrology METAS

Pin diameter aspects in metrological practice

A Air line calibration services provided at METAS
A Dimensional connector interface measurements

A |EEE Standard P287: 2.92 mm specifications

A Pin diameter effects in electrical quantities
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Air line calibration services provided at METAS
A Outer Conductor diameter profile (OC)

A Centre Conductor diameter profile (CC)

A Calculation of the electrical quantities

A OC length measurements (direct or compressed)
A Pin-depth measurements (direct or compressed)
A Pin diameter and slotted section measurements

A In the future: connector modelling (CoMo70)
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Example: OC cross section f(longitudinal position)

Table 2: Measurement of the outer conductor diameter at 10 different angular positions

Position | 0 deqg 18 deg J6deg | Sd4deg | 72deg | 90 deg | 108 deg | 126 deg | 144 deg | 162 deg | Mean diameter

{mm) Z(mm) | & (mm) | & (mm) | & (mm) | & (mm) | @ (mm) | @ (mm) | & (mm) | & (mm) | & (mm) {mm)

0] 2.9252 | 2.9254 | 2.9255 | 2.9260 | 2.9258 | 2.9254 | 2.9251 29250 | 29250 | 29253 29254

.............. IqaéwﬂéumqAMJJZMMAHZMAMJDJMJOzdéméuwéuwéqu

146 29228 | 20230 | 29225 | 29230 | 29230 | 29229 | 29229 | 29228 | 29230 | 29229 2.9229

147 29224 | 209226 | 29224 | 29227 | 29228 | 29227 | 29226 | 29226 | 29227 | 29226 29226

148 29225 | 209227 | 29229 | 29229 | 29228 | 29227 | 29227 | 29225 | 29226 | 29226 29227

149 29225 | 29227 | 29229 | 292209 | 29228 | 29227 | 29227 | 29225 | 29226 | 29226 29227

150 29225 | 20227 | 29229 | 29229 | 29228 | 29227 | 29227 | 29225 | 29226 | 29226 29227

"Quter conductor inner diameter” (OCID), measured with 0.0015 mm uncertainty:

Minimum mean diameter = 2.9213 mm

Average diameter = 2.9234 mm (Arithmetic mean of all mean diameters)

Maximum mean diameter = 2.9254 mm
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Example: OC cross section f(longitudinal position)

Graphical Representation: Outer Conductor

2927 =y S 150 mm, 2.92 mm Air Line, SN-A374

29261t —— 0deg 18 deg 36 deg 54 deg 72 deg
: — 90 deg —— 108 deg 126 deg = 144 deg —— 162 deg
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[ Conductor Data Display - AST 00855_01
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Example: CC cross section f(longitudinal position)

Graphical Representation: Center Conductor

_______________
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Example: derived electrical quantities

Graphical Representation: Impedance
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Graphical Representation: Scattering Parameter
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B Characteristic Impedance - AST 00855_01

2,92 mim (k)

é Inhomogenous/Lossy
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Example: connector cross section
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Graphical Representation: Center Conductor Female Connector Cross Section
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Graphical Representation: Center Conductor Male Pin Cross Section
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10N

1.85 mm CC with connector cross secti

Example
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CoMo70 project

Future calibration services: connector characterisation
and modelling

Female Side Male Side
fo mi  mo
Male Pin

Contact Finger

Lc;ng itudinal

Quter Conductor Cut
e
=
Johannes Hoffmann, ETHZ, CoMo70 project (Paper published at the EUMW 2007) = 2.
e ——
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Customer request

Calibration of a 2.92 mm(female) cross section when mated
with a nominal male pin having a diameter of 0.914 mm
(according the new IEEE Standard P287-2007)

Problem: the reference 2.92 mm (female) pins used
at METAS have a nominal diameter of 0.927 mm +/-0.001 mm
(same reference pin used as for the 3.5 mm system)

Resulting pin diameter difference =-0.013 mm
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. _ IEEE Std 287™-2007
IEEE Standard for Precision Coaxial (Revision of

Connectors (DC to 110 GHz) IEEE Std 287-1968)

Detail specifications for the precision coaxial 1.85 mm connector (LPC)
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Critical mechanical specifications are missing!
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o _ IEEE Std 287™-2007
|IEEE Standard for Precision Coaxial (Revision of
Connectors (DC to 110 GHz) IEEE Std 287-1968)

Detail specifications for the precision coaxial 3.5 mm male connector (LPC)

L a7k - e e )
1465 0114
_f_l = 254 $013
e 3 N a([]5984 +,00008 )
. - & (2008 @A Q]
o \Q N 5= | 00D @ 0.919 mm - @ 0.935 mm
N ’]4 Mias' 5 0927 +0.008
N \ (.0365 +0003 i
— { . Conversion factor: 25.4
\ 1L l - 7; i (0005
N Y— ) P | .
\\ *.““‘\\ ? @ 0.0365in  +/- 0.0003 in
o / ? > 0.4 . :
N A o @ 0.0362 in - @ 0.0368 in
B
sy ™
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|IEEE Standard for Precision Coaxial
Connectors (DC to 110 GHz)

IEEE Std 287™-2007

(Revision of
IEEE Std 287-1968)

Detail specifications for the precision coaxial 2.92 mm male connector (LPC)

— 1141 005 Max _ :
L e B \
[ Tl % ek ey X. *”* = T
‘7- I ‘\ \ 0(_‘414 OD‘-‘E ~ t‘ $1.27x20.002
! T N I [ 1360 £ 0003] P [.0S000£.000083
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A I SSSSS S
: 77 2 N\ == H[$0013L 00051 & S 3¢

o 096";’0’_6&‘5"* 1= = iR T
0360 £ 0003] i o Ty § L Ale 0008
1 —I £/
= _  152-168
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L 0.99-1.14
[0.043+0.003]
J e S
@0s14-@ogs0 ¥ 7 7 )
E20.03500.00051 _/ "—Ro.aos[o. 16] NOMINAL
‘LSR 203 [0.008] NOMINAL
© METAS  Juerg Ruefenacht, RF&MW Impedance

il — 0914 mm +/-0.008 mm
e @ 0.906 mm - @ 0.922 mm

Conversion factor: 25.4

European Metrology workshop, Sweden
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|IEEE Standard for Precision Coaxial
Connectors (DC to 110 GHz)

IEEE Std 287™-2007

(Revision of
IEEE Std 287-1968)

Detail specifications for the precision coaxial 2.92 mm male connector (LPC)

s B @ 0.927 mm +/-0.013 mm
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: T
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T e e g
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|IEEE Standard for Precision
Connectors (DC to 110 GHz)

IEEE Std 287™-2007

(Revision of
IEEE Std 287-1968)

Coaxial

Detail specifications for the precision coaxial 2.92 mm male connector (LPC)

i | i @ 0.927 mm +/- 0.013 mm
12 M — ©0.914 mm - @ 0.940 mm
e e Mean comply with 3.5 mm pin spec !
v m— ==\ =
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Anritsu: Precision RF & Microwave Components product catalog
(2.92 mm or K connector specifications)
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Dimensions in millimeters

3.5 MM T 292 mm, .., pin diameter difference =-0.017 mm
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Maury: Precision 2.92 mm (K) specifications (drawing 5E-063)

I/4-36 UNS-25 @ 0.927 mm +/- 0.008 mm
X 120 +.020 312 HEX
— ©.1800 9992 —|.094 1= / COUPLING NUT
p— — 2.1150 Same nominal pin
+.0003 +.0003 . . .
' > — diameter specification
1 ~ 1{ — used from:
017 L - Rosenberger
! v s f |—1 - Rohde&Schwarz
e MX/ A coorms  [©lwowmra] - Huber+Suhner
R.O04 +.002 / -€
— 063 £.003

Dimensions in inches

3.5 MMgge 1 2.92 mm,,,,, pin diameter difference = - 0.000 mm
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Pin effects and traceability issues

A Slotted versus slotless connectors
A Spreading of the contact fingers

A Length and profile of the male pin
A Contact point

A Contact resistance: plating, material properties
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Slotted versus slotless female connector design

N

A \\
Faamnnnewy _ .
Spring forces inner
contact forward
Inserted male plug /
— / I S 5 WA e S BT P F R e D
[ i |
/ ‘ N =

- Y S,
\/ HP Microwave Connector Care (08510-90064)

Detail of precision slotless female centre conductor developed by Agilent

(Slotless female conductors are available for Type-N, 3.5 mm and 2.4 mm connectors)
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- Slotted female CC
-Cal Standard A

7, 2.92 mm(m) Test Port 2.92 mm(f) Cal Standard
7 N

iz

_ _ _ _ ~ -Aconnecto
Anomi nal pin diameteri _
- model | 1 ng

T

The error i ntroduced by the TP
Into the error box of the calibration model of the VNA
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- Slotted female CC
- Problem: pin diameter

N
7

7, 2.92 mm(m) Test Port 2.92 mm(f) Cal Standard \
% N N

APin diameter

e

The error introduced by the TP pin will change the impedance
characteristics of the connected calibration standard
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- Slotted female CC
- Problem: pin diameter

iz

7, 2.92 mm(m) Test Port 2.92 mm(f) Cal Standard
7 N

_ | N - -Amodel par
API n di amet er varili atl ons
> not corre

—

T

The error introduced by the TP pin will change the impedance
characteristics of the connected calibration standard
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Manufacturing issues
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Manufacturing issues

Stamping marks, bone effects or bubbles on fingers (in and outside)
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Manufacturing issues

Profile of two 2.4 mm precision air line male pins

Graphical Representation: Center Conductor Graphical Representation: Center Conductor
0.515 [ 50 mm, 2.4 mm Air Line, Pin Section, “SN:A551 | 0.516 [ 50 mm, 2.4 mm Air Line, Pin Section, ,sN:B182|
i e
0.515 -
0.514 o ;'/\ =
0.514
E o534 NN E 0513
£ 0.513 £
3 \ 5 0512
o N o
O 0512 o N
O \\ 8 0.511
0.511 X 0510
— O deg 18 deg 36 deg 54 deg 72 deg 0509 47— —— 0 deg 18 deg 36 deg 54 deg 72deg |-
— 90 deg — 108 deg 126 deg —— 144 deg —— 162 deg ’ :I —— 90 deg —— 108 deg 126 deg —— 144 deg —— 162 deg
0.510 : : : ‘ ; . . .
l I I J 0.508 = 1 | I 1
0.0 0.2 0.4 0.6 0.8 0.0 0.2 0.4 0.6 0.8
Longitudinal Position (mm) Longitudinal Position (mm)
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Pin diameter effects in electrical quantities

CoMo70 modelling:

1.85 mm male pin
diameter reduction
of 10 em

1.85 mm nominal male pin @ = 0.511 mm

Female Side Male Side
Male Pin

Contact Finger

Lc::ngitudinal
Outer Conductor Cut

Johannes Hoffmann, ETHZ, CoMo70 project (Paper published at the EuUMW 2007)
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Pin diameter effects in electrical quantities

. 0012 T T T T T T T
CoMo70 modelling: 501um pin
511um pin
1.85 mm male pin 0.01 -
diameter reduction
of 10 em
0.008 |
o 0.006 4
0.004 1
0.002 |
Johannes Hoffmann, ETH 0
0 10 20 30 40 50 60 70 80
Frequency [GHZz]
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Conclusions:n St andard wver sus

A 1EEE Std P287-2007: be careful with the specifications
A Modelling: a must for millimetre-wave coaxial connectors

A Traceable pin-diameter and slotted area measurements i
a must for modelling

A NMIs: need the detailed connector specifications
A Impact of pin diameters in measurement comparisons?

A Other critical effects not discussed ( near fi el d ef
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IEEE Std 287

It is planned to issue a new edition of this standard

+ Sponsored by the Connectors in Measurement
Technical Committee (TC-5)

+ TC-5 is Chaired by Brian Lee, Anritsu, USA

« TC-5 has asked Nick Ridler to initiate the revision of
the IEEE 287 standard

&
NPLE
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Federal Department of Justice and Police FDJP
Federal Office of Metrology METAS

Thank you very much for your attention !
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Automated Laser Scanner Measurement System
(-> For the outer diameter of the inner conductor)

Step motor 1
|~ (rotation) View into the measurement zone
Measurement of the diameter profile :

[E-Mike _ inrIine
aser micrometer L= inner conductor
Measurement |

uP controlled zone
Al i near sl ilde |bl ogk?o
—

(length position ) /
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Automated Laser Scanner Measurement System
(-> For the outer diameter of the inner conductor)
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